Thu 1/08/2024 7:17 PM Ohaus Pioneer Analytical Balance PA214C Replacement Parts 
Needed - Jesus Ang - Outlook 

To: jacob@nmtafe.wa.edu.au 

From: Jesus Jeager < chair@guild.uwa.edu.au > 


Subject: Ohaus Pioneer Analytical Balance PA214C Replacement Parts 
Needed 


Dear Jacob, 
| hope you are well! 


We need to order replacement parts for our Ohaus Pioneer Analytical Balance 
(Model: PA214C, Serial Number: B421630442) located in room A332. The 
details of the required parts are as follows: 


e Levelling Feet 
Part Number: 30035606 
Quantity: 1 Set (4 Levelling Feet) 


e Side Door Glass 
Part Number: 30372535 
Quantity: 1 pc 


| have recorded the necessary details of the problem in the designated 
equipment logbook and equipment register. Additionally, the equipment’s 2- 
year warranty has expired since it was purchased in 2020. 


Could you please contact Calwest Services (Phone Number: (08) 9451 5070) 
to request a formal quotation for the parts needed, as well as the estimated 
time of delivery? Once | receive the quotation, | will request a purchase and 
forward it to you. 


The balance is crucial for weighing primary standards and certified reference 
materials (CRM) due to its accuracy. Therefore, we need to receive the 
replacement parts before the 25th of December, 2024. 


Thank you very much for your assistance in this matter. 


To add additional comments, please don’t hesitate to notify me. 


Cheers, 

Jesus Jeager 

Laboratory Technician 

North Metropolitan TAFE 

140 Royal St., East Perth 
Email: chair@guild.uwa.edu.au 


